Introduction: An occipital-cervical surgery for children is challenging for surgeons because of the immature bone quality, extensive anatomical variability, and small osseous structures. Furthermore, occipital-C2 fusion in children results in great stress on the C2 screws. We report a technique that uses both C2 pedicle and bilateral lateral mass screws (C2 hybrid screws) in children with an upper cervical disorder to preserve motion segment and secure strength in those who require occipital-cervical fusion.
Introduction
Recently, cervical fusion and occipito-cervical fusion have been performed for children owing to the development in implant devices [1] [2] [3] [4] . However, upper cervical fixation is considered difficult for children due to the thin lamina and narrow pedicle. Furthermore, occipital-C2 fusion in children results in great stress on the C2 screws.
Several reports have described the use of a C2 laminar screw (LS) without a pedicle screw (PS) for occipitalcervical fusion in pediatric patients [5] [6] [7] . However, the fusion area expands to C3 or more caudally. To preserve a motion segment and secure strength in pediatric patients who need occipital-cervical fusion, the use of both PSs and bilateral LSs may help. Here we report a technique that uses both PSs and bilateral LSs (C2 hybrid screws) in children with an upper cervical disorder.
Case presentation

Surgical technique
All patients wore a halo-vest for a few days preoperatively to improve cervical alignment. Under general anesthesia, the patients were placed in the prone position, and the dorsal portion of the halo-vest was removed. The C2 PS was inserted under cone-beam computed tomography (CT) with navigation and if the C2 PS strength was weak, bilateral C2 LSs were added for reinforcement and inserted using the Wright technique 8) . Offset rods were used to connect the C2 Figure 1 . A model of occipital-C2 hybrid screw using both pedicle (white arrows) and laminar screws (black arrows). Posterior (A), cranial (B), and lateral (C) view. The occipital plate and C2 pedicle screws were connected using rods. Offset rods were used to connect the C2 lateral mass screw and the rods.
LS and O-C2 PS rods (Fig. 1).
Case 1
A 5-year-old girl with Down syndrome had gait disturbance. Her height was 97.5 cm (-2.7 SD) and weight was 13 kg (-2 SD). CT scans showed os odontoideum and irreducible atlantoaxial dislocation. Owing to hypoplasty of C1 and spinal bifida of the C1 posterior arch, occipital-C2 fusion using PS was performed with a monocortical structural iliac bone graft. Recurring fever and occipital screw backout was postoperatively observed. One month after removal, the separate-type occipital plate was replaced with a central-type plate reinforced with a soft wire. To match the strength of the reinforced occipital screws, the expansion of the cervical fusion area was considered. However, to preserve the motion segment, C2 hybrid screws were used. The 3.5-mm C2 PSs were replaced with 4.0-mm screws. C2 LSs, 3.5 mm and 20 mm long for both the laminae, were added for reinforcement. A halo-vest was used at postoperative 3 months, and no gait disturbance was observed. Bone union was confirmed during follow-up examinations (Fig. 2) .
Case 2
An 8-year-old boy presented with atlantoaxial rotatory fixation (AARF) with torticollis and neck pain. His height was 128.5 cm (-0.6 SD) and weight was 23.7 kg (-1 SD). Although the patient was treated with a neck collar, Glisson neck traction, and halo-vest for 5 months, he did not recover.
The C1 posterior arch was bifid and assimilated with the occipital bone. The left, narrow C2 pedicle and right vertebral artery obstruction required the avoidance of insertion of the left C2 PS. A surgery was planned to insert the right C2 PS and both LSs. The 3.5-mm and 20-mm long right C2 PS, 3.5-mm and 20-mm long left LS, and 3.5-mm and 28-mm long right LS were inserted. The occipital and hybrid C2 screws were connected with an iliac bone autograft. A halo-vest was used at postoperative 3 months. Bone union was confirmed during follow-up examinations (Fig. 3) .
Discussion
Occipital and cervical surgeries for children are challenging for surgeons because of immature bone quality and small osseous structures [9] [10] [11] [12] [13] [14] [15] . When C1 shows hypoplasty, it should be skipped, and the lower instrumented vertebra should be considered as C2. In this situation, C2 screws receive the weight of the occipital bone so that the lower instrumented vertebra can be extended to C3 or below. To preserve motion segment and ensure sufficient strength in pediatric patients who require occipital-C2 fusion, C2 hybrid screws are used, as in our cases. C2 lamina is the largest cervical lamina, which allows the use of various trajectories of C2 LS, whereas the use of C2 PS is technically challenging 8) . Therefore, a trajectory of C2 LS is adjusted with the ideal insertion of C2 PS.
One of the concerns when using a C2 hybrid screw is the limited contact area for bone grafting. In our cases, the bone graft was shaved to avoid the head of the C2 LS, and good contact was obtained. Finally, bone union was confirmed in both cases and the symptoms improved.
In conclusion, C2 hybrid screws save mobile segments within the fusion area in pediatric patients who require an occipital-cervical fixation.
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